[An objective method of examining visual acuity in children with amblyopia].
The authors analyze the results of vision acuity estimation with the use of visual evoked potentials (VEP) and Ye. M. Orlova's table in infants with amblyopia due to strabismus or impaired refraction. The results of electrophysiologic and clinical examinations correlated in 80 percent of cases, this proving the desirability of the VEP method for assessment of the vision acuity in infants.